[Electroureterograph and dynamoureterograph].
The results of investigations made by the authors showed that the signal spectra of the bioelectrical and mechanical activity of the ureteral smooth muscles lie within the range of 0.05--1 Hz. The developed devices for registration of electro-and dynamograms of ureters may be utilized in investigating the functional state of the urinary system of the organism.